MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

CMI INTOXILYZER 5000 MAINTENANCE REPORT JUN -9 2003

 RREATH ALCONHOL PREGI L

RN TAl Y

is repaired. Send copy to Department of Health; Retain original in department file. - RRARIE

GATE OF INSPECTICN

66-005269 | 06/06/09

TIME OF INSPECTION

Comptlete this report in duplicate at the time of the regular monthiy preventive maintepance s:hgc}k.-; and whenever instrument

INTQXILYZER 5000 SN

LOQCATIOM OF INSTRAUMENT (STREET AND CITY}

Kirksville Police Dept. 119 E. McPherson  Kirksville, MO 63501-3504 10:39
CHECKLIST )
Place a check (v} to the left of each item if found to be satisfactory or if operating within eslablished limils. {Write in observed
values where determined.) Urchecked items must be corrected before using instrument. 236

DVM TEST: (.350 £ .150)

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) _._.

CHARACTER DISPLAY TEST

PRINT TEST {PRINTOUT ATTACHED)

TIME AND DATE ) TIME 10HR 41M DATE 06/06/09

CALIBRATION CHECK —
Run three tests using a standard solution. All three tests must be within + 5% of the standard value and must

have a spread of .005 or less. Check the box corresponding to the standard solution being used. {USE CAL. CHECK
MODE) {(PRINTOUT ATTACHED)

(0.100% STANDARD — MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

[ 0.040% STANDARD — MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

(ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

TEST 1 .099 TEST2 ™ .098 TEST3 ¥ .099

o
SIMULATOR TEMPERATURE (34° -+ .2°C) - 34.0°C . e

PERFORM RFI TEST (PRINTOUT ATTACHED)

NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF SUBJECT BREATH TESTS IN EACH
RANGE AS FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

0

List any new paris and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within
established limits (use other side if necessary).

nerusats 0 o-o4 0 |os-09 0 11014 0 |.15-19 0 {over.19

INSTRUMENT OPERATES WITHIN D,H.S.8, SPECIFICATIONS

Simulator solution provided by Repco. Lot #: 08002 Bottle #: 0628 Expiration date: 10/13/10

INSPECTING OFFICER

SIGNATU?
LPFPE 1| PEAMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER

820314 exp. 11/07/10 660-785-6945 ext, 15

+A0 580-1355 (9-94) AN EGUAL OPPOATUNITY/AFFIRMATIVE ACTION EMPLOYEA tAB-64
sarvices pravidad ¢n 8 nondiscriminalory basls

PRINT NAME

James Holzmeier

Py




RErCo MARKETING INC.
. BADS ROGK DRIVE
RALEIGH, ML, 27604

41948785480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Ine.

LOT NUMBER: $8082
EXPIRATION DATE: Cctobey 13, 2850 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and supplied Lot
Number 08802 of Alcohol Certified Solution for simulators. Random
samples of said lot number were analyzed utilizing a gas chromatograph and
found to contain 8,1289 gms/dl wi/vol sthyl alcohol in aqueous solution (i.e.

ethanol).
The alcohol and distilled water used in the solution were found to be

free of any interfering substance.
This solution will produce a vapor alcohol value of 8.180% +/-3%
when heated to 34 Degree_as Celsius +/-0.2 Degrees Celsius in 2 simulator.
._ The date of manufacture for this lot number is Oetober 14, 2008. The
expiration date for this lot number is Qetober 13, 20190 ot 11:59 p.m.
This document is a true represenaa‘aon of the original Certificate of

Analysis.

Cecﬂ B 77 Garner Presxdent
RepCo Marking, Inc.

Form MO 01
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